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510 (k) Sunmary 
As Required by 21 section 807.92 ( c) 

Submitter Name: Siam Sempermed Corp., Ltd 
Address: 

Phone: (tr66) 074291 648 
Fa- (tt66) 074291 650 
Contract Person: Dr. Poonsuk Chedkktgumchai (Chief Qualrty officer) 
Date sammaxy prepared: October 29,2002 
official Correspondemt: Sempemed USA Inc. 
Addl.eSs: 30798 US Hwy. 19N 

Phone: 7277877250 

110 Moo 8 KanjanaVanit Road. Pathong Hatyai 
SoqjkbhThailand 90230 

Palm Harbor, USA , FL 34684 

10. Far: 7277877558 
11. Contact person: M.WW EHarris 
12. Device Trade or Proprietary Name: Non-sterile, powder-free hex d t i o n  gloves with 

polymer coating, aloe, vitamin E and protein claim (!io micrograms or less). . 

13. Device Common or usual name: Examhation glove 
14. Device Classification Name: Glove, Patient EwmirWon, Latex 
2% Substantial E q ~ i v a h e p  is claimed against the follctwhg device : 

simn SempennedLatex Patient Eumrinatik Glow, Powder?ee, SlOf i )  #k970794 (rtfir to 
4- I f i r  IDA website printout 
This notification for the non-sterile, powder-free latex examination gloves with uolvmer coatinn, 
aloe, vitamin E, and urotein claim (50 m i c r o m s  or less) is of the ABBREVIATED lme as 
per the declaration of conformity on page 4 of this summary. 

Non-sterile, powder-fiee latex examination gloves with’polymer coating, aloe, vitamin E, and 
protein claim (50 micrograms or less). 

This device is a disposable device intended for medical purpose that is worn on the examiner ‘s hand 
to prevent contamination between patient and aramirter 

18. Safeiy and tftectivcnets of the device: 
This device iS safe and edkctive as the predicate device Sam Sempermed Latex Ejramrnatron Glow , 
Powderfie. Indeed, it is equivalent 
This is better expressed in the tabdated comparison (3’aragraph 19 below) 

. 
16. Description of the Device: 

17. Intended use of the device 

19. Su- comparing technological characteristics witb other pmdieate device: 

General comparison result between non-sterile, powdler-free latex examination gloves with 
polymer coating, aloe, vitamin E, and protein claim (50 micrograms or less) and predicate device 
(Siam Sempermed Latex Examination Glove, Powlder Free) is tabulated below. 

This document and its canrents are c e n f i k t i a l .  Do a01 c i i~~uss  with or @ye access to peopie not designated. 



Technical comparison of sped% elements is  attached in the main submission 
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FDA file reference number 
Attachcnts inside notification 
submission file 
TECBNO1,OGICAL 
CEKARACTE KXSTICS 

Indications for use 
Target population 
Desim 
Materials 
Performance 
Sterilitv 
Riocompatibility 
Mechanical .. safcty 
Chemical safety 

Human factors 
Energy used andor delivered 
Compatibility with environnient 

Anatomical sites _I 

and other devices __ 
Where used 

Standards met - .  ~- 
Electrical safety 
Thermai safety 
Radiation safety 

510k number: k970794 
REFER TO APPENDIX 1 I 

Comparison resuli 
REFER TO ADDITIONAL ‘ITIECBNICAL 
c 0 M P A R A m  T 
SUBMISSION 
Identical 
Identical 
Similar 
Similar 
Identical 
Identical 

_. Identical 
Identical 

- ~ - _ _ -  

Identical (Not applicable 

Identical 
Identical 
Identical 

Identical ---& 
I Identical 

Identical - 
Identical (not 
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Public Health Service DEPARTMENT OF HEALTH &. HUMAN SERVICES 
E 

Food and Drug Administration 
9200 Corporate Boulevard 
Rockville MD 20850 

DEC 2 0 ZOO;! 

-Siam Sempermed Corporatio~ Limited 
C/O Mr. Ned Devine, Jr. 
Responsible Third Party Official 
Entela, Incorporated 
3033 Madison Avenue, SE 
Grand Rapids, Michigan 49548 

Re: KO24121 
Trade/Device Name: Non-Sterile, Powder-Free Latex Examination Gloves with 

Polymer Coating, Aloe, Vitamin E and Protein Claim (50 Micrograms or Less) 
Regulation Number: 8 8 0.62 5 0 
Regulation Name: Patient Examination Gloves 
Regulatory Class: I 
Product Code: LYY 
Dated: October 29, 2002 
Received: December 16,2002 

Dear Mr. Devine 

We have reviewed your Section 5 1 O(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications for use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to the general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 (Special Controls) or class I11 
(PMA), it may be subject to such additional controls. Ecisting major regulations affecting 
your device can be found in the Code of Federal Regulations. Title 2 1 .  Parts 800 to 898. 111 
addition, FDA may publish further announcements concerning your device in the Federal 
Register . 



Page 2 - Mr. Devine 

Please be advised that FDA's issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and regulations administered by other Federal agencies. 
You must comply with a11 the Act's requirements, including, but not limited to: registration 
and listing (21 CFR Part 807); labeling (21 CFR Part 80 I); good manufacturing practice 
requirements as set forth in the quality systems (QS) regidation (21 CFP Part 820); and if 
applicable, the electronic product radiation control provisions (Sections 53 1-542 of the Act); 
21 CFR 1000-1050. 

This letter will allow you to begin marketing your device as described in yoar Section 
5 1 O(k) premarket notification. The FDA finding of substantial equivalence of your device to 
a legally marketed predicate device results in a classification for your device and thus, 
permits your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (2 1 CFR Part 80 l), 
please contact the Office of Compliance at (301) 594-46 18. Additionally, for questions on 
the promotion and advertising of your device, please contact the Office of Compliance at 
(30 1) 594-4639. Also, please note the regulation entitled, "Misbranding by reference to 
premarket notification" (21 CFR Part 807.97). Other general information on your 
responsibilities under the Act may be obtained from the Division of Small Manufacturers, 
International and Consumer Assistance at its toll-free number (800) 638-2041 or (301) 
443-6597 or at its Internet address http://www.fda.gov/cdrh/dsma/dsmamain.html 

i 

1 1 '  

Direct& 
Division of Anesthesiology, General Hospital, 

Office of Device Evaluation 
Center for Devices and 

Radiological Health 

Infection Control and Dental Devices 

Enclosure 

http://www.fda.gov/cdrh/dsma/dsmamain.html
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. .  INDICATIONS FOR USE 

Applicant: Siaiu Sernum~ul Cornp., Ltd. 

5 1 O(k) Numbm 

Device Name; h~-sterilc, powder-free letcx examination  loves With ~ o l y m ~ r  
coaling, aloe, vitamin E, and protein claim (50 iiicroyrams or less) 

Indications for Use; 

A patielit examination glove i s  a disposable device intended for medical purposes 
that is worn on the examiner’s hand to prevcnt contamination bemeen patient 
and examiner. 

Division of Anesthesiology, General Hospital, 
Infection Control, Dental Devices 

510(k) Number / 


